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N Metailurgists
1Nnc.
230 Seventh Bivd. . St. Louis, Missouri 63104 /TN

Report No. 85~11-216 December 12, 1985

Examination of one (1) coal sample submitted marked, ''§7, Boiler Ash'.

' Monsanto Company

Sauget, IL. 62201 Attn: Mr. Paul Hoemann

TEST REPORT
A. PROXIMATE ANALYSIS

As Received Dry Basis

Moisture 0.50 —
Volatile Matter 3.85 3.86

Fixed Carbon 18.98 19.08

Ash 76.67 77.08
Sulfur 0.35 0.35
BTU/1b. 2,686 2,700

B. ULTIMATE ANALYSIS

Carbon 20.33 20.43
efiydrogen | 0.33 0.27
Nitrogen 0.12 0.12

’ Sulfur 0.35 0.35
Ash 76.67 77.05
*Oxygen 2.20 1.78

*Includes Moisture

MCO 0616784.01
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N Metalliurgists
1nec.
2350 Seventh Blvd. ° St. Louis, Missouri 63104 NG/TN-11N
Report No. 85-11-216 (3) December 12, 1985

Examination of one (1) coal sample submitted marked, '#8, Boiler Ash'.

Monsanto Company
Sauget, IL. 62201 Attn: Mr. Paul Hoemann

TEST REPORT
A. PROXIMATE ANALYSIS

As Received Dry Basis

Moisture l.41 e

Volatile Matter 13.51 13.70
Fixed Carbon 6.09 6.18
Ash 78.99 80.12
Sulfur 2.07 2.10
BTU/1b. 1,009 1,023

B. ULTIMATE ANALYSIS

Carbon 9.17 9.30
*Hydrogen 0.56 0.41
Nitrogen 0.07 0.07

: Sulfur 2.07 2.10
Ash 78.99 80.12
*Oxygen 9.14 8.00

*Includes Moisture

wco 0616786
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Report No. 85-11-216

C. Loss on Ignition

KL:ck
LN 63901-03

21.01%

Page 2.

Respectfully submitted,
INDUSTRIAL TESTING LABORATORIES, INC.

4 A ;

l._'

"Allan M. Stogol, PLE.
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. Metallurgists
inc.
2350 Seventh Bivd. . St. Louis. Missouri 63104 | 3wW/M.nn
Report No. 85-11-216 (b) December 12, 1985

Examination of one (1) coal sample submitted marked, '#9 Boiler Ash".

Monsanto Company
Sauget, IL. 62201 Attn: Mr. Paul Hoemann

TEST REPORT

A. PROXIMATE ANALYSIS

As Received Dry Basis

Moisturu 0.10 —
Volutile Multer 9.56 8.57
Fixed Carbon 7.41 7.42
Ash 82.93 83.01
Sulfur . 0.58 0.58
BTU/1b. 1,140 1,141

B. ULTIMATE ANALYSIS

Carbon 9.84 9.85
*Hydrogen 0.39 0.38
Nitrogen 0.06 0.06
Sultur 0.58 0.58
Ash 82.93 83.01
*Oxygen 6.20 6.12

*#Includes Moisture

MCO 0616788
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Repart No. 85-11-216

C. Loas on Ignition

17.07%

Reepectfully Submitted,
INDUSTRIAL TESTING LABORATORIES, INC.

@'.:"?IV 'I;!. .'»l/,‘l' B -’"’

Allun M. Siugol, P.E.
Diructor

KL:ck
LN 63901-03

MCO 0616789



